We aimed to report the image quality, relationship between heart rate and image quality, amount of contrast agent given to the patients and radiation doses in coronary CT angiography (CTA) obtained by using high-pitch prospectively ECG-gated "Flash Spiral" technique (method A) or retrospectively ECG-gated technique (method B) using 128×2-slice dual-source CT.
Background
Coronary artery disease (CAD) is currently an important cause of morbidity and mortality [1] . CAD is the clinical presentation of atherosclerosis which is a narrowing of coronary artery lumen due to lipid-rich fibrous or calcified plaques. It starts with inflammation due to injury of endothelial cells and lipid deposition on intimal surfaces.
Atherosclerotic plaque continues to grow by accumulation of immunity and muscle cells and lipid. In advanced stages it consists of fibrous sheath and lipid plaque formed by extracellular lipid, fibrous plaque, calcified plaque and complex thrombotic lesions which are prone to rupture [2, 3] .
At present, conventional coronary angiography (CCA) is considered as a gold standard in the diagnostics of CAD.
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Signature: © Pol J Radiol, 2015; 80: 561-568 DOI: 10.12659/PJR.895232 However, the invasive nature of the procedure that could lead to complications and hospitalization risk are some of its limitations. Also the level of the radiation dose and the amount of contrast media used are important [4] . The most important factors that make it difficult to assess the coronary arteries are the quite small diameters of coronary arteries and their constant mobility during the heartbeat. Developing multi-slice computed tomography (MSCT) technology of noninvasive evaluation of coronary arteries with CT had made it possible [5] [6] [7] . Dual-source CT technology became available in 2005 and has provided high temporal resolution for coronary CT angiography (CTA) [8] . Highpitch value and table speed have made it possible to obtain all volumetric data of the heart with radiation exposure as low as 1 mSv in a single cardiac cycle [9] [10] [11] .
In our study, we aimed to report the image quality, relationship between heart rate and image quality, amount of contrast agent given to the patients and radiation doses in coronary CTA obtained by using high-pitch prospective or retrospective ECG-gated method via 128×2-slice dualsource CT angiography and comparative results of patients who underwent CCA when moderate-to-severe stenoses were detected with coronary CTA.
Material and Methods

Patient selection
After the approval of the ethics board, 126 patients who were known to have CAD or those who were referred to our clinic for reasons such as assessment of coronary artery stenosis and had underwent coronary CTA between February 2013 and December 2013 were retrospectively reviewed. None of the patients was excluded from the study because of uncontrolled arrhythmias, heart rate above 70 or morbid obesity which are considered as limitations of coronary CTA in the literature. However, 16 patients with a history of by-pass and stent were excluded from the study. Patients with allergy to contrast agent and nephropathy were not included. One hundred and ten patients who were evaluated with prospectively electrocardiography (ECG)-gated high pitch "Flash Spiral" technique (method A) and retrospectively ECG-gated spiral (method B) technique in dual-source CT were included in the study.
Patient preparation
All patients were asked to present for procedure after 6 hours of fasting (in order to prevent aspiration during vomiting that may develop due to contrast allergy). Arterial blood pressure was measured. Antecubital intravenous line was established preferably with a 16 Gauge (G) branule (gray color) or 18 G branule (green color) prior to entrance in the procedure room. Before the procedure, breath-holding exercises were done until patients were able to hold their breath approximately for 15-20 seconds.
The patients were laid on the table in the supine position. ECG electrodes were deliberately placed on bony prominences to avoid muscle artefacts. Calcium scoring was performed in patients over 40 years of age and to those who had a high risk of CAD before the procedure. At the final stage, 3 minutes prior to scanning, 5-10 mg of isosorbide dinitrate (Isordil ® ) was given in order to enlarge coronary arteries.
CT imaging
CTA examination was carried out with a dual-source CT scanner which has two X-ray tubes located with 95º angle and a 128-channel two-detector row (128×2-slice Somatom Definition Flash, Siemens Healthcare Forscheim, Germany) in our center. After obtaining a topogram image for determining the scanning area, a single cross-sectional image was taken based on the level of the left atrium over the topogram for a "bolus-tracking" program. The left atrium was marked manually.
Scanning area was determined as between the level of the carina and diaphragmatic surface of the heart. Non-ionic contrast medium containing 400 mg of iodine (Iomeron ® , Bracco, Italy) was given at a speed of 4.5-6 mL/s with an automatic injector system by making synchronized ECG recording. After contrast was administered, shooting was carried out by giving 40 mL of NaCl at a speed of 6 mL/sec with the automatic injector. When the predicted contrast level was reached, scanning was started with a program (Sure Start ® ) which launched automatically and completed in a single breath-hold time while repetitive images were captured from the single section marked at the left atrial lumen with the "bolus-tracking" technique. Procedures were successfully completed without any complications in all of the patients.
Patients were divided into two groups according to gender as male and female and into 3 groups according to heart rate as <60, 60-75 and >75 determined by the CT device.
Coronary CTA data were obtained using method A and method B. In our study, the device automatically determined the most ideal kV values with the Care kV option from the received topogram images according to BMI of the patient. In addition, automatic mAs values were obtained with the CareDose 4D option. CT acquisition parameters were as follows: slice collimation 2×128×0.6 mm with a z-flying focal spot; gantry rotation time 270 ms; pitch 3.4 for method A, 0.17 for method B. Images were reconstructed with 0.75 mm slice thickness and 0.4 mm increment using a medium smooth tissue iteractive reconstruction kernel (I26f). Sinogram affirmed iterative reconstruction (SAFIRE) was used and strength was chosen as 3 in all patients.
The display was obtained starting from the 60% zone of the R-R interval in method A. Half-scan reconstruction algorithm which provides 75 ms temporal resolution in the center of the image was used for image reconstruction. In method B, heart rate and ECG tracings were recorded for segmental reconstruction. Small reconstruction images of the first several centimeters of the coronary arteries were created with increments of 10% between 40-90% to find the percentile where the movement is minimal. Then, some of the best images were selected and images to be reported were obtained by repeating the reconstruction for the whole heart at the same percentile of selected images.
Image analysis
Data of the patients were transferred to the workstation (syngo.Via, 2009, Siemens Erlangen, Germany) for evaluation. Workstation device automatically found the best diastolic phases itself. Coronary arteries were examined in detail based on the least artifacted axial images of each coronary artery and reconstruction images obtained by multiplanar recontruction, maximum intensity projection and 3D volume rendered techniques (Figures 1, 2) .
A modified 17-segment American Heart Association (AHA) classification was used for segmental classification of coronary arteries. A total number of segments of the coronary arteries was calculated as the number and percentage at the end of procedure. Image quality of the coronary arteries was evaluated segment by segment. A 4-point scale was used: 1 = without artifact; 2 = mildly artifacted, but completely assessable; 3 = artifacted but assessable in terms of stenosis; 4 = cannot be assessed.
One image quality score was given per segment. In addition to these points, '0' score was given to the segments without coronary artery. A difference in terms of coronary artery 
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image quality between the groups of patients with different heart rates was evaluated.
Radiation dose
Radiation dose was determined based on the dose-length product (DLP) which takes place in CT scanning protocol. Effective dose (ED-mSv) was estimated using the DLP method with a conversion factor k=0.014 for adults. Then, differences of the radiation doses between the genders, association between heart rates and radiation dose and received radiation doses of method A-B were evaluated.
Statistical analysis
Categorical variables related with coronary risk factors such as age, gender, height, weight, and heart rate were given as numbers and percentages (%).
The One-Sample Kolmogrov Smirnov Test was used to evaluate whether the variables showed normal distribution or not. Variables were found to show normal distribution. Therefore, parametric tests were used for statistical analysis. Homogeneity was tested with the One-Sample Kolmogorov-Smirnov test and results revealed that data of all groups showed normal distribution. The Independent-Samples t-test was used to evaluate whether there were differences between the genders in terms of dose. The relationship between patient's heart rates and image quality was assessed by one-way ANOVA test. Multiple comparisons were performed with a post hoc Tukey test. The Independent-Samples t-test was performed to assess the impact of the procedure protocol on ED and other parameters.
All images were evaluated and scored by 2 independent readers. To resolve any disagreement in the detection of stenosis and image qualty, a consensus reading was appended. The interobserver agreement of the image quality scoring and stenosis assessment was tested with Cohen's k value. The interobserver agreement for the image quality rating was interpreted as moderate for 0.4< k £0.60, good for 0.6< k £0.80, and excellent for k >0.80 CCA. In the whole statistical analysis, p<0.05 was considered as significant.
In general, patients with negative coronary CTA in combination with a negative stress test and/or a good response to medical treatment were not referred to CCA. However, CCA was performed in patient discordance between symptoms and the results of diagnostic tests. Finally, coronary CTA and CCA results of 23 patients in whom moderate or severe stenosis was detected in at least one coronary artery segment as a result of CTA examination and who underwent CCA within two following weeks were compared with CCA taken as the gold standard. The same classification of stenosis was used for both coronary CTA and CCA. Accordingly, luminal stenosis was defined as minimal (1-24%), mild (25-49%), moderate (50-69%), severe (70-99%) and occluded (100%).
Results
Among 110 patients enrolled in the study 61 were male and 49 were female. The mean age of the patients was 53.75, the mean systolic blood pressure of patients before procedure was 127.9 mm Hg (range: 90-200 mm Hg) and diastolic pressure was 81.6 mm Hg (60-120 mmHg). The mean heart rate of patients was 79.63 (range: 47-117). Patients were divided into three groups according to their heart rate. Accordingly, 13 patients had a heart rate lower than 60 beats/min (group 1), 29 patients had a heart rate of 60-75 beats/min (group 2) and 68 patients had a heart rate of more than 75 beats/min (group 3).
Forty patients were examined with method A while 70 were examined with method B. When selecting the procedure technique, method A was used to those whose heart rate was equal to or lower than 75 and heart rhythm was regular, and method B was used to those whose heart rate was over 75 or arrhythmic. RCA -right coronary artery; PDA -posterior descending artery; PL -posterolateral branch; D -: diagonal; LCx -left circumflex artery; OM -obtus marginalis; p -proximal; m -middle; d -distal; 4 points -segments that cannot be assessed.
patients obtained image quality score higher than 2, while the remaining 104 patients (95%) a score of £2; all of the examinations were diagnostic.
Variables according to gender, especially ED and DLP, were evaluated by independent samples t-test. Comparison of variables according to gender is shown in Table 3 . Mean DLP value was 368.57 mGy-cm and ED was 5.16 mSv for all men regardless of the procedure technique while for women mean DLP value was 453.83 mGy-cm and ED was 6.35 mSv, also regardless of the procedure technique. P value was found to be 0.117 and 0.120 for men and women respectively and there was no statistically significant difference.
Among 61 male patients, 24 were evaluated with method A and 37 were evaluated with method B. The mean value of ED was 0.967 mSv in method A and 7.879 mSv in method B. Among 49 female patients, 16 were evaluated with method A and 33 were evaluated with method B. The mean value of ED was 1.327 mSv in method A and 8.621 mSv in method B among females. Comparison of ED values with Student's t-test for males and females resulted in a p-value equal to 0.03 (p<0.05) which showed that the difference was statistically significant. However, p-value was 0.10 in patients of method B and there was no significant difference between male and female doses.
The mean value of contrast media used during the procedure was 80.15 mL (range: 65-98 mL). ED and amount of contrast media given were compared between procedure protocols in method A and method B by independent samples t-test. The mean value of ED was 1.11 mSv in method A and 8.23 mSv in method B. The difference was statistically significant (p=0.000).
The mean amount of contrast media in method A was 72.65 mL and 84.43 mL in method B, which represents a significant difference (p=0.000). Mean score of image quality was 1.03 in method A while it was 1.35 in method B. When compared, this showed a strong significant difference (p=0.000).
Mean values of DLP, ED, amount of contrast given and image quality scores were evaluated with one-way ANOVA test initially, and multiple comparisons were performed with post hoc Tukey's test between 3 groups divided according to the heart rate of patients. The results are displayed in Table 4 .
ED values were under 1 mSv in 20 patients and 1-2 mSv in 20 patients with method A. ED value was 10 mSv or higher in 14 patients with method B. All of those patients belonged to high heart rate group. DLP -dose-length product; ED-mSv -effective dose-millisievert.
Coronary CTA and CCA results of 23 patients who had showed moderate to severe stenosis during coronary CTA and underwent CCA in the following 2 weeks were calculated based on specificity, sensitivity, positive and negative predictive values of 95% confidence interval with CCA results considered as a standard for reference. The sensitivity of our study was 100%, specificity 90%, positive predictive value 92.85%, negative predictive value 100% and test validity 95.65%.
Discussion
Conventional coronary angiography is the gold standard in the diagnostics of CAD which is an important cause of morbidity and mortality all over the world. However, radiation exposure of the patients and health-care personnel during the procedure, possible complications during and after the procedure, costs of hospitalization of patients, and, most importantly, invasiveness of the procedure are some of the most important limitations. Moreover, only 30% of CCA were performed to rule out the diagnosis of CAD [4] . To overcome this limitation, researchers have investigated different methods.
Clinical application of CTA was introduced with electronbeam tomography in 1984 by Boyd et al. [12] and continued by Flohr et al. [13] with the first four-slice retrospective gated CT in 1998 which reduced temporal resolution to 250 ms. In their study, 88% of coronary artery segments could be displayed in a patient population with an average heart rate of 71.8±13 beats/min before the application of betablockers. They also showed that 16-slice CT did not require heart rate to be lower than 65 beats/min (with the help of beta-blockers) for optimum viewing, which was required by 4-section CT, and so diagnostic quality imaging could be carried out even with heart rates of up to 80 beats/min [14] .
With advances in multidetector technology, Leschka et al., in their studies including 54 patients, performed with the use of 64-slice CT which started to be used in 2004, showed that all significant stenoses of the coronary arteries could be demonstrated with high diagnostic accuracy by multisegment reconstruction algorithms without the use of betablockers [15] [16] [17] . Despite this fact, many studies have suggested the use of beta-blockers and the authors used them.
In 2007, in the study by Brodoefel et al. [18] which included 102 patients and applied 64-slice CT with administration of beta-blockes, the image quality was lower but the diagnostic accuracy was not affected when patients with a heart rate of 75 beats/min were compared with those under 65 beats/min.
In our study, patients' heart rates ranged from 46 to 117 (mean 76.9 beats/min). Coronary artery segments which could not be diagnostically displayed constituted only 1%. We found similar results to the studies mentioned in the literature, and high diagnostic accuracy was obtained even in high heart rates. Paul et al. [19] demonstrated that high diagnostic image quality could be obtained without movement or breathing artifact at a low radiation dose with 128×2-slice dual source prospective triggering CT, accepting 70 beats/min as the limit heart rate value in 96 patients without the use of beta-blockers. In our study, method A accepting 75 beats/min as the limit value was able to scan with 75 ms temporal resolution and reconstruct the whole heart in one heart beat in 40 patients. We obtained higher quality images with method A. We also used method B to image patients with heart rates higher than 75 beats/min or with irregular rhythm.
If we compare the number of patients in our study with the literature, we find the following: Tsilifkas et al. [20] 170 patients in 2010, Achenbach et al. [21] In 2009, Smith-Bindman et al. [24] , in their study investigated the radiation doses of 1119 patients in CT at different centers according to the values of DLP and ED. In this study, the mean value of ED in cardiac CT was 22 mSv (7-39) which was a dose equivalent to 309 chest X-rays. The risk of developing cancer in women was reported to be 1/270 and in men 1/600 if they had coronary CTA in their 40sbased on the knowledge that radiation exposure to younger patients and women would increase the incidence of cancer in later years.
In our study, ED values were under 1 mSv in 20 of 110 patients. The mean ED value of 40 patients was 1.11 mSv with method A; the mean ED value of 70 patients was 8.22 mSv with method B. When 110 patients were evaluated together, the mean radiation dose was 5.64 mSv which indicated a decline of 74.3% according to the report of 2009.
Another result of our study is the the statistically significant difference between the amounts of contrast used; it was 72.65 mL in method A and 84.43 mL in method B. It is is also necessary to avoid unnecessary use of contrast agents like avoiding unnecessary radiation. In 2013, Layritz et al. [25] in their dual-source cardiac CT study carried out in 100 patients reconstructed images by FBP (filtered back projection) technique in half of the patients with a high-concentration contrast agent (Iopromide 370) using either the standard 100 kVp or 120 kVp if the patient's BMI was greater than 25, while reconstructing images by IR (iterative reconstruction) technique in other half of the patients with low-concentration contrast agent (iodixanol 270) using either 800 kVp or 100 kVp if the patient's BMI was greater than 25. There was no significant difference between the 2 groups with regard to attenuation values, image quality and noise ratio but there was a decrease of 56.4% in the radiation dose. Although we did not aim to reduce the dose by displaying with 80 kVp or reducing the amount of constrast medium, we observed that method A reduced the radiation dose and the amount of contrast agent when compared with method B.
The retrospective nature of our study might be perceived as a limitation. Sometimes patients with the same BMI values were evaluated with different tube voltage and current values and different results were obtained because of the lack of protocols which would adjust the standardized kVp-mAs values according to the patient's weight or BMI. Studies using standardized protocols according to BMI values, with a higher sample size are needed. In addition, our study had one major limitation, i.e. a small number of patients compared with CCA.
Conclusions
In conclusion, awareness of radiation led to new dualsource systems of CT technologies which can display highquality imaging in selected patients with ED values of £1 mSv. With the limit of the heart rate of 75 beats/min, high-quality images were obtained with method A in patients who did not use beta-blockers. Coronary CTA may be helpful to rule out CAD in low-to-moderate risk patients without premedication because of its high negative predictive value and low radiation doses.
